
Materials and Methods

Kit and Instruments
The biocrates Quant 1000 kit was implemented with protocols and 
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Precision across LC-MS platforms
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Conclusion
The biocrates Quant 1000 kit enabled accurate and reproducible 
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Multi-Platform and Multi-Laboratory Evaluation of a Quantitative Metabolomics Assay Targeting Over 1,200 
Metabolites Using AI-Driven Peak Picking
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Results

Accuracy across LC-MS platforms
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Figure 1: biocrates Quant 1000 kit  
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Figure 3: Mean accuracy (%) of selected 
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Figure 5: Pairwise comparison
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Figure 4: Violin plots represent the 
CV distribution across NIST SRM 1950 
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